Objective The purpose of this study was to compare computed tomography (CT)-based attenuation correction (AC) using a hybrid single photon emission computed tomography (SPECT)-CT system and quantitative analysis of wall thickening using gated SPECT with regard to the diagnostic accuracy of myocardial perfusion imaging.
Introduction
Myocardial perfusion imaging (MPI) using single photon emission computed tomography (SPECT) has been well established for the diagnosis and risk stratification of coronary artery disease (CAD). However, the full clinical potential of MPI has not been realized because of numerous factors producing artifacts that degrade image quality and result in misinterpretation of the results [1] . Motion and nonuniform photon attenuation in the chest can cause significant artifacts. Especially for supine SPECT acquisitions, this may produce a relative count decrease in the inferior wall as a result of breast or diaphragmatic attenuation or motion [2] . Today, the most widely used attenuation correction (AC) instrumentation utilizes single-slice X-ray computed tomography (CT-AC) for acquisition of transmission maps [3, 4] . Several reports on the use of AC in MPI have shown discordant results and its utility in routine clinical practice is still debated [3, 5, 6] .
Moreover, even if the contribution of low-dose CT scans to the total radiation dose to patients undergoing SPECT-CT examinations is low compared with diagnostic CT [7] , addition of low-dose CT to myocardial nuclear medicine procedures increases the radiation dose to the patient, with an effective dose due to CT similar to the effective dose of 99m Tc radiopharmaceuticals [8] .
During the last two decades, the analysis of wall thickening using gated studies has been routinely used to identify attenuation artifacts as myocardial segments with nonreversible hypoactivity and normal wall motion and thickening [9] , and thus the analysis of gated studies may be an alternative to the use of external X-ray sources for attenuation identification.
The aim of the present study was to evaluate the consequences of CT-AC and/or wall thickening analysis on the diagnostic performance of MPI in routine clinical settings.
Materials and methods

Patients
We prospectively included 70 patients (25 Table 2 lists the cardiovascular risk factors in decreasing order of prevalence in the study population.
Study protocol
The study protocol was approved by the local ethics committee (Comité de protection des Personnes Sud Méditerrannée IV, Montpellier University Hospital, under the reference Q-2014-05-06) and all patients gave their oral consent. Patients without contraindication (n = 62, 89%) were asked to stop taking nitrates and calcium antagonists at least 24 h before and β-blockers at least 48 h before MPI. Eight patients addressed for CAD control underwent the stress test under β-blocker medication. Patients were also asked to avoid caffeine, drugs, and dipyridamole for 24 h before the study. The stress test was conducted on a treadmill according to the Bruce protocol (30 W increment each 3 min) with slow intravenous administration of 0.56 mg/kg dipyridamole over 4 min in patients without contraindication (n = 61, 87%). Seven (10%) patients suffering from asthma or chronic obstructive pulmonary disease underwent the stress test without dipyridamole injection. Two (3%) patients who were not able to produce an effort underwent only a pharmacological stress test. Dipyridamole was injected at peak stress, and exercise was continued for 60 more seconds. The mean heart rate at peak stress was 81 13% of the theoretical maximum heart rate for a load of 84 33 W. Tc-tetrofosmin (Myoview; GE Healthcare, Little Chalfont, UK) was used for both stress and rest MPI in all 70 patients. Sixty-seven patients underwent a 1-day protocol including a stress test followed by a rest test 3 h later if the stress test was positive. The injected dose was 3.7 MBq/kg for the stress imaging (mean 278 MBq, range 249-370 MBq) and 11 MBq/kg for the rest imaging (mean 762 MBq, range 724-876 MBq). Three patients weighing more than 100 kg underwent a 2-day protocol (stress test day 1, rest test day 2). The injected dose was 11 MBq/kg for both stress imaging (mean 762 MBq, range 718-830 MBq) and rest imaging (mean 791 MBq, range 751-842 MBq). Stress images were acquired 10 min after tetrofosmin injection, whereas rest images were acquired 15-30 min after tetrofosmin injection.
Data acquisition and reconstruction
The acquisitions were performed using a 90°dual-head gamma camera (Infinia Hawkeye 4; GE Healthcare) with an integrated CT scanner. Projections were recorded with a low-energy high-resolution collimator and a 10% energy window centered on the 140 keV photo-peak of 99m Tc. Scatter correction was achieved using Jaszczak's method with a Compton window at 120 keV 5% [10] . SPECT acquisitions were recorded over 180°in a stepand-shoot mode using 30 projections every 6°and 40 s per projection. All acquisitions were performed with the patients in the supine position because the AC software associated with our gamma camera was validated in the supine position. The acquisition matrix size was 64 × 64 pixels and the zoom factor was 1.33 for men and 1.66 for women. Both stress and rest studies were gated using eight time frames per cardiac cycle. Images were reconstructed on a Xeleris workstation (GE Healthcare) using the ordered subset expectation maximization algorithm (10 subsets, two iterations) with and without AC. A 3-min low-dose CT scan (140 keV, 2.5 mAs) was acquired at the end of both stress and rest SPECT acquisitions, with a matrix size of 512 × 512 pixels (pixel spacing 0.83 mm). The images were reoriented into vertical long-axis, horizontal long-axis, and short-axis views, and then interpreted by two nuclear physicians both qualitatively and semiquantitatively using a 17-segment polar map of the relative uptake (RU) (normalized to the maximal myocardial uptake). Images showing significant digestive activity in contact with the left ventricle (LV) led to a systematic repetition of the acquisitions after 30-45 min.
Data interpretation
Each segment of the polar map was assigned a score depending on its RU: 0 if RU ≥ 70%, 1 if 50 ≤ RU < 70%, 2 if 30≤ RU < 50%, 3 if 10 ≤ RU < 30%, and 4 if RU < 10%. Summed scores were computed on both stress [summed stress score (SSS)] and rest [summed rest score (SRS)] polar maps as the summed scores over the 17 segments. The summed difference score (SDS) between stress and rest data stood as a measure of perfusion defect reversibility [11] . The diagnosis was established as follows:
SDS ¼ SSS i:e:; SRS ¼ 0 ð Þ : ischemia SDSoSSS and SDS 3 : ischemia; þnecrosis SDSo3 :
Regional wall motion and thickening were analyzed on rest images. Wall thickening was evaluated by computing the relative variation in counts per pixel between enddiastole and end-systole. Segmental thickening scores were evaluated using standardized scales provided by the manufacturer. The summed thickening score (STS) was defined as the sum of the segmental scores over the 17 segments. LV ejection fraction and end-diastolic and end-systolic volumes were not taken into consideration.
Three procedures were compared for the diagnosis of CAD:
(1) NC SPECT: no AC and no ECG gating. Final diagnosis was made on the basis of the SSS and SDS. (2) AC SPECT: no ECG gating. The reconstructed images were attenuation corrected using the CT acquisition map after checking the automatic registration between CT and SPECT images and manual registration if necessary. Final diagnosis was made on the basis of the SSS and SDS. (3) GNC SPECT: no AC. ECG gating allowed wall motion and thickening assessment. The diagnosis provided by the SSS and SDS was corrected using the STS at rest. An STS of 6 or less led to a revision of the first diagnosis from necrosis to normal, and from ischemia + necrosis to ischemia.
Definitive diagnosis
Definitive diagnosis was made either by a coronary angiography performed within 8 6 months after MPI (13 patients, 19%) or by ECG, echocardiography, and clinical follow-up (limited to 36 months) over 23 14 months (57 patients, 81%). To stick to routine clinical settings, as well as for evident ethical considerations, coronary angiography was performed only in patients with a positive MPI (i.e. with a reversible perfusion defect standing for a myocardial ischemia, as defined in the previous section).
Results
Definitive diagnosis
Fifty-seven (81%) patients were considered free of CAD, whereas 13 (19%) patients were diagnosed with CAD: two (3%) patients were diagnosed with myocardial ischemia, eight (11%) with myocardial necrosis, and three (4%) with necrosis associated with ischemia.
Myocardial stress test
The stress test was maximal (i.e. heart rate reached 85% of the theoretical maximum or dipyridamole infusion was used) for all patients but three (96%) and was clinically positive in four patients (two men and two women), electrically positive in five patients (two men and three women), and clinically and electrically positive in two patients (one man and one woman). The stress test was considered positive if the test was clinically or electrically positive (11 patients, 16%). The stress test had a sensitivity of 40%, a specificity of 85%, and an overall accuracy of 81%.
Myocardial perfusion imaging
Automatic segmentation of the LV was systematically controlled and validated by two experienced nuclear medicine physicians, without showing significant discrepancy. Table 3 summarizes the diagnostic performances of NC, GNC, and AC SPECT. patients with CAD in terms of right diagnosis, missed necrosis, and missed ischemia. AC SPECT also gave a false-positive result among the patients with CAD by detecting a false ischemia in a patient with known myocardial necrosis. On using either NC, GNC, or AC SPECT, there were two false negatives related to trivessel coronary disease. Figure 3 shows the change in final diagnosis when passing from NC SPECT to GNC and AC SPECT. Attenuation artifacts were corrected in 23 (33%) patients using wall thickening assessment and in 17 (24%) patients using CT-AC.
An unpaired Student t-test did not show significant difference between the overall population and the subpopulation in which an artifact was corrected for the following anthropometric parameters: heart rate during stress, respiratory rate during stress, BMI, waist circumference, chest circumference, and chest-to-waist circumference ratio. Sex was the only physiological determinant as 18 (40%) artifact corrections were performed in men versus five (20%) in women using GNC SPECT (sex ratio = 2), and 15 (33%) artifact corrections were performed in men versus two (8%) in women using AC SPECT (sex ratio = 4).
Figures 4-6 illustrate three cases in the study population. In Fig. 4 , GNC and AC images confirm myocardial necrosis. In Fig. 5 , GNC and AC images allow for the correction of a fixed perfusion defect. In Fig. 6 , GNC allows for the correction of a fixed perfusion defect, whereas AC images induce a false ischemia diagnosis.
Dosimetry
The dose length product received by each patient was 124 mGy cm for each transmission (CT) scan with an additional time of 3 min for each acquisition. This dose length product corresponds to an additional effective dose of 2 mSv [12] . For the SPECT acquisitions, the effective dose received by each patient was estimated from the injected activity [13] . On the basis of a wholebody effective dose of 7.5 μSv/MBq for the stress acquisition and 8.5 μSv/MBq for the rest acquisition, the estimated effective dose was 8.6 mSv in average for the 1-day protocol and 12 mSv in average for the 2-day protocol. Thus, for patients who were not overweight (1-day protocol), the effective dose received by a patient during the low-dose CT procedure was equivalent to the dose required for the acquisition of the stress scintigraphic data.
Discussion
In our work, we compared the diagnostic performance of gated SPECT versus CT-AC SPECT in patients with a low prevalence of ischemic heart disease (81% were exempt of CAD). The aim of the study was to evaluate the capacity of CT-based AC and wall motion/thickening analysis to increase MPI specificity while preserving sufficient sensitivity. Photon attenuation within the patient's body is widely recognized as the preponderant physical factor affecting the quantitative accuracy of MPI, leading to potential misinterpretation of perfusion images [14] [15] [16] [17] . Several methods have been proposed to correct for attenuation artifacts, including prone imaging [18, 19] , ECG-gated SPECT, and CT-based AC. AC using CTderived attenuation maps was first applied in the field of PET imaging [20, 21] , and has gained popularity over the Findings in patients with coronary artery disease. Stress perfusion
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Example of a 74-year-old male patient referred for coronary artery disease control. Noncorrected images (top row) show an inferomediobasal fixed perfusion defect. Altered wall thickening at rest in the same area confirms myocardial necrosis. CT-AC images (bottom row) also show an inferobasal perfusion defect on both stress and rest acquisitions.
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last decades in the field of SPECT imaging as most of the camera manufacturers offer hybrid SPECT-CT systems. Although the use of external sources has been proposed for AC purposes [22] , nowadays AC correction factors are usually computed from the CT map [23, 24] and integrated in an iterative reconstruction algorithm [16, 19] . Although AC SPECT is known to allow better specificity in CAD detection compared with NC SPECT, there is no consensus regarding the relative performances of AC and NC SPECT in terms of sensitivity and overall diagnosis accuracy [3, [25] [26] [27] [28] , and CT-AC quality has been shown to suffer from patient's motion and to induce overcorrections related to misregistration or truncation artifacts [29, 30] . Obesity may be considered a natural cause for attenuation artifact, and obese people may be expected to particularly benefit from CT-AC; yet, the many studies on the value of AC myocardial SPECT in the population of overweight patients yielded discordant results [5, [31] [32] [33] [34] .
Systematic use of ECG gating has deeply modified routine myocardial SPECT, allowing the differentiation between CAD and attenuation artifacts in patients showing fixed perfusion abnormalities. A fixed perfusion defect can be regarded as resulting from soft-tissue attenuation if associated with normal LV function, whereas an abnormal LV function will reinforce the diagnosis of myocardial necrosis or stunning. LV function assessment leads to a significant rise in specificity and diagnostic accuracy [9, [35] [36] [37] [38] , has the ability to detect stress-induced abnormalities as in the case of postischemic stunning for instance [39, 40] , and adds prognostic information to myocardial SPECT [41] . Besides, it has been argued by some authors that gated SPECT and CT-AC might have a synergistic impact on the diagnostic accuracy of myocardial SPECT [31, 42, 43] .
In our study, as outlined in Table 3 , both AC and GNC SPECT led to improved specificity and diagnostic 
Stress perfusion
Gated SPECT CT attenuation-corrected SPECT
Rest perfusion Wall thickening
Example of a 57-year-old male patient with dyslipidemia, familial history of coronary artery disease, and HIV infection, referred for coronary artery disease screening. Noncorrected images (top row) show an artifactual inferobasal fixed perfusion defect. Normal wall thickening at rest in the same area allows correcting for the artifact. CT-AC images (bottom row) show uniform tracer distribution on both stress and rest acquisitions and allows correcting for the artifact.
accuracy compared with NC SPECT. NC, AC, and GNC showed, respectively, 60, 81, and 98% specificity and 63, 79, and 93% accuracy. The significance of these improvements was, however, undoubtedly higher for GNC than for AC. Sensitivity was similar for the three methods and, although it decreased a little using AC and GNC, no significant difference was found compared with NC SPECT. As shown in Fig. 1 , among the 23 patients free of CAD for whom NC SPECT resulted in a falsepositive diagnosis of myocardial necrosis, the artifact was corrected for 22 using GNC and for 18 using CT-AC (as for the case exposed in Fig. 5 ). Gated SPECT did not induce any additional false positives, whereas CT-AC led to five additional false-positive diagnoses including myocardial ischemia (as for the case exposed in Fig. 6 ). These additional false-positive results, likely resulting from CT-AC-specific artifacts as discussed above, led to inappropriate patient management. Regarding the 13 patients with CAD, Fig. 2 indicates that the diagnostic performances of the three methods were roughly identical. There were two patients with balanced three-vessel CAD that was not detected by any of the three methods. Figure 3 illustrates that, from a global point of view, the final diagnosis remained unchanged in about two-thirds of the cases using either GNC or AC (as for the case exposed in Fig. 4 ). Gated SPECT resulted in a diagnostic change for 24 (34%) patients, among which 23 (33%) diagnoses were modified in the right direction. As for AC SPECT, the diagnosis was revised in 26 (37%) cases, among which 17 (24%) were correct and nine (13%) were wrong revisions. It appears that the sole clinical parameter that was significantly linked with correct diagnosis revision was sex (40% of men vs. 20% of women for GNC, and 33% of the men vs. 8% of the women for AC).
In particular, neither BMI nor respiratory rate during the Stress perfusion Gated SPECT CT attenuation-corrected SPECT
Example of a 60-year-old male patient with diabetes, high blood pressure, dyslipidemia, obesity, and chronic renal failure who was referred for coronary artery disease screening. Noncorrected images (top row) show an artifactual inferolateral fixed perfusion defect. Normal wall thickening at rest in the same area allows correcting for the artifact. CT-AC images (bottom row) show uniform tracer distribution on both stress and rest acquisitions in the inferobasal area but induce a false ischemia diagnosis (reversible apical defect).
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acquisitions was associated with a significant increase in attenuation artifact correction, be it using CT-AC or wall thickening assessment. This higher rate of artifact correction in male patients was likely due to a higher diaphragmatic attenuation in men when undergoing imaging in the supine position.
Although available on most of the contemporary imaging systems, CT-AC has not become, to date, routine practice in myocardial SPECT, mainly because of acquisition and processing time. The constant effort to reduce patients' radiation exposure also accounts for the unwillingness to generalize CT-AC procedures. Various alternative protocols have been proposed in an attempt to reduce the incidence of false-positive findings in MPI [44] [45] [46] . During the past two decades, ECG-gated cardiac SPECT has become part of mainstream clinical practice for the evaluation of patients with known or suspected CAD. It does not imply incremental radiation exposure, nor does it require additional acquisition time when heart rate is regular. Moreover, analysis of systolic wall thickening is not concerned with registration issues [47] . Our results tend to support the fact that gated SPECT is more efficient than CT-AC in detecting artifactual false positives and hence in improving the specificity and diagnostic accuracy of MPI, without significant reduction in sensitivity. No correlation was found between artifact correction and any of the studied anthropometric characteristics, including BMI and respiratory rate. This latest consideration might corroborate the hypothesis that attenuation is not the one and only cause for falsepositive findings [48] .
Conclusion
According to our results, both CT-AC and gated SPECT allow significant gains in terms of specificity and diagnostic accuracy compared with NC SPECT, while preserving similar sensitivity, in patients with low prevalence of CAD. Gated SPECT, however, provided more significant improvements compared with CT-AC. The rate of rectified diagnoses was approximately onethird using either AC or GNC and was not correlated with any clinical parameter except sex (two to four times more artifact corrections in men than in women). In our study, GNC did not induce any additional false-positive result compared with NC, whereas AC led to five false ischemia results with subsequent inadequate patient management. Its widespread availability, cost effectiveness, safety in terms of radiation exposure, efficiency in rectifying most of the false-positive results (not only those related to body attenuation), and ability to provide prognostic information should encourage nuclear medicine physicians to consider gated SPECT as a selfsufficient modality for CAD screening and follow-up. As for CT-AC, it should be discussed on a case-by-case basis and performed only when some doubt remains after gated SPECT analysis, or if gated SPECT conclusions are not consistent with the clinical context.
